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Manufacturer information
(following NAMUR recommendation 53)

1. Type of device

Field device / Signal processing device
Monitoring-operating system / Hand held terminal / ...
Modem / Interface

Manufacturer: WIKA Alexander Wiegand SE & Co. KG
Device:
Model:
Previous software version:

I. New software version:

Changes to previous version:

II. Changes of hardware:

2. Firmware or software and hardware

WIKA Alexander Wiegand SE & Co. KG

3. Compatibility

Yes
No (enter reason)

4. 

Previous New
Operating instructions
Data sheet
Safety manual

Further Approvals Current versions see WIKA homepage

. 

Yes, :
No

1.0.3

1.2.2

Digital pressure transmitter
UPT-20, UPT-21

- Firmware is written on the label of device, which is also stored in device
- Firmware can be read out of the transmitter using HART® Commands
- If the device comes with display it shows the FW-version during the booting sequence

- Measuring mode volume added with flexible scaling on level, 4 different scale settings for tank
shapes, scaling in %, volume units, free volume unit (10 digits)
- Display features added with trend display, drag pointers at bar graph, big letters for unit
display, fast scroll with numbers
- HART options extended with switch mode, mounting correction separate for pressure and
level, set alarm limits, read track pointer, read operation hours

- no changes on hardware

06/2014 (non ATEX) and 03/2015 (ATEX) 03/2015 (non ATEX) and 04/2015 (ATEX)
03/2015 04/2015
- -

--

09/2015


